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INTRODUCTION

Breast implant-associated anaplastic large cell lymphoma (BIA-
ALCL) is a rare variant of T-cell non-Hodgkin lymphoma that 
was provisionally recognized by the World Health Organization 
in 2016 [1]. In 2008, de Jong et al. [2] estimated the incidence 
of BIA-ALCL to be 0.1 to 0.3 per 100,000 women with implants 
per year. As of July 6, 2019, the US Food and Drug Administra-
tion reported 573 pathologically confirmed cases worldwide 
[3]. The global estimation of risk is increasing, although risk 
varies across region and according to the implant type. The risk 
of developing BIA-ALCL is highest for Silimed polyurethane 
implants (1 in 2,832) followed by Allergan Biocell implants (1 

in 3,345) [4]. In recent years, the number of cases reported in 
the literature has markedly increased, implying that this disease 
was previously underdiagnosed. BIA-ALCL typically occurs in 
a delayed fluid collection more than 1 year after implantation 
around a textured implant that was placed either for reconstruc-
tion or cosmetic indications. Cases are most commonly diag-
nosed during implant revision surgery for delayed seroma [5]. 
However, patients might have associated symptoms of pain, 
breast lumps, or asymmetry. All confirmed BIA-ALCL cases are 
anaplastic lymphoma kinase (ALK)-negative and express the 
CD30 cell surface protein. The prognosis is favorable, but some 
cases can be fatal. The mainstay of treatment is complete surgi-
cal excision, with possible adjuvant therapy in advanced disease 
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[2,5]. Only three cases of BIA-ALCL have been reported in 
Asians, and we present the first report of a BIA-ALCL case in 
Thailand. The patient provided written informed consent for 
the publication and use of her images.

CASE 

A healthy 32-year-old woman underwent breast augmentation 
3 years ago with an anatomical textured silicone implant (Sil-
imed, Rio de Janeiro, Brazil) placed in the subpectoral plane. 
She reported swelling in the left breast for 2 weeks. The area of 
swelling had been growing, without tenderness or fever. She 
stated that she had not experienced any trauma or accidents in 

the area of the breast. No adverse events had occurred during 
the perioperative and recovery periods. Upon examination, 
asymmetry of the breast was noted, without erythema or ecchy-
mosis (Fig. 1). The axillary lymph node could not be palpated. 
Hazy, pale-yellow periprosthetic fluid (150 mL) was drained 
from the swollen breast and sent for bacterial culture, cytology, 
and immunohistochemistry. The bacterial culture revealed no 
growth. Fluid cytology yielded some large atypical mononucle-
ar cells, few histiocytes, and few small lymphoid cells on a pro-
teinaceous background. The large atypical cells had a moderate 
amount of cytoplasm, intracytoplasmic vacuoles, irregular nu-
clear shape, lacy hyperchromatic nuclei, and small nucleoli (Fig. 
2). Immunohistochemically, the cells were positive for CD30, 
CD4, CD5, CD43, CD56, TCR-beta F1 (weak), and TIA1, and 
negative for CD2, CD3, CD7, CD8, CD20, CD68, and ALK 
(Fig. 3). The diagnosis was BIA-ALCL. A multidisciplinary ap-
proach involving collaboration with a radiologist and oncologist The patient presented with left breast swelling that had lasted for 2 

weeks. 

Fig. 1. The patient’s presentation

Fig. 2. Seroma fluid cytology (Wright stain, ×400) 

Fig. 3. Pathological findings

(A) CD30 (immunohistochemistry stain, ×400), (B) anaplastic lym-
phoma kinase (immunohistochemistry stain, ×400).

A

B



Thienpaitoon P et al. BIA-ALCL case report from Thailand

480

was set up. Magnetic resonance imaging showed no evidence of 
lymphadenopathy or any suspicious mass at the capsule or in-
side the breast parenchyma. The surgical approach used an ex-
isting inframammary scar. The patient underwent bilateral re-
moval of the implant, ipsilateral total capsulectomy, and removal 
of yellowish fibrinous material around the implant (Fig. 4). The 
posterior capsule was injected with saline containing adrenaline 
in the rib area to facilitate removal. The entire capsule was care-

fully evaluated. The inner surface of the formalin-fixed capsulec-
tomy specimen showed two shallow, irregularly-shaped ulcers 
measuring 1.7 × 1.5 × 0.2 cm and 1.5 × 0.5 × 0.2 cm, respectively, 
that were coated with a thin friable yellow material (Fig. 5). The 
excised breast capsule was evaluated by hematoxylin and eosin 
staining. A histological section taken from the ulcer revealed a 
few large atypical cells with hyperchromatic nuclei embedded in 
the amorphous eosinophilic proteinaceous material, along with 
a few histiocytes and small lymphoid cells in the fibrous wall be-
low (Fig. 6A). CD30-positive tumor cells were located within 
the amorphous material coating the inner surface of the capsule, 
and no capsular invasion was observed (Fig. 6B). The patient 
was categorized as having stage 1A disease [6]. After complete 
surgical resection, she continued regular follow-up with her on-
cologist and plastic surgeon, and has shown no evidence of dis-
ease for 2 years. 

Implant, capsule, and fibrous photograph.

Fig. 4. Materials after total capsulectomy

The yellow circle marks shallow, irregularly-shaped ulcers. 

Fig. 5. Inner surface of the capsulectomy specimen 

Fig. 6. Histological section from an ulcer

(A) Atypical cells with hyperchromatic nuclei (yellow arrow), and a 
few small lymphoid cells in the fibrous wall (yellow star) (H&E, ×
200). (B) CD30 (immunohistochemistry staining, ×400). 
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DISCUSSION

Herein, we described a case of BIA-ALCL that presented with 
unilateral effusion confined to the capsule of a textured-surface 
breast implant. To our best knowledge, this is the first case in 
Thailand and among the first few cases from Asia, which also 
include a recent patient in Korea and one in Japan [7]. The eti-
ology and pathogenesis of BIA-ALCL have not been clearly es-
tablished, although proposed causative mechanisms include a 
chronic T cell stimulation response to particulate matter in tex-
tured implants, the presence of a subclinical biofilm, sequelae of 
capsular contracture, and genetic predisposition [8,9]. The 
most notable risk factor for BIA-ALCL in our patient was the 
placement of a textured implant (Silimed) 3 years before the di-
agnosis. Silimed and Sientra textured devices are manufactured 
through a process that involves volatilization of ammonium car-
bonate with heat [10]. Studies have clearly demonstrated that 
higher-surface-area textured implants are associated with a sig-
nificantly increased risk of BIA-ALCL [11,12]. This may be be-
cause larger surface areas make it possible for a larger bacterial 
load to be present, thereby increasing the risk of lymphocyte 
stimulation and/or transformation. Hu et al. [13] reported a 
significant shift towards Gram-negative bacteria in the microbi-
ome in BIA-ALCL in comparison with the Gram-positive–
dominant microbiome found in capsules without tumors. An-
other recent controversial study showed no significant differ-
ences in the microbiome between BIA-ALCL capsules and nor-
mal capsules [14]. Identifying methods to reduce these types of 
bacteria intraoperatively may reduce the risk of the disease. 
These methods include betadine pocket irrigation and using the 
14-point plan during implant placement to reduce infection. A 
pathogenic inflammatory immune response in response to the 
breast implant debris is also under investigation as another pos-
sible cause of BIA-ALCL.

Although malignant effusion surrounding an implant is the 
most common presentation of BIA-ALCL, as in our case, only 3 
years passed between implantation and diagnosis for our pa-
tient; this interval is markedly shorter than the average (8–10 
years) of BIA-ALCL cases [3]. In reported cases of early-onset 
BIA-ALCL, some patients had a history of implant exchange 
surgery due to recurrent effusions that did not receive a patho-
logical evaluation until the final diagnosis of BIA-ALCL. In con-
trast, our patient underwent primary breast augmentation and 
developed BIA-ALCL 3 years after implantation. She had no 
history of implant exchange. This underscores the importance 
of awareness of this disease in patients who present with late se-
roma around an implant, and regular follow-up can assist in the 
early diagnosis of BIA-ALCL. However, differences in clinical 

presentation and the latency between implant placement and 
disease presentation remain challenges awaiting further research 
into how genetic predisposition may influence the disease. BIA-
ALCL involves a spectrum of disease. On one hand, it can pres-
ent as effusion (60%–85% of cases), which has an indolent 
course and a low risk of recurrence after total capsulectomy and 
implant removal. On the other hand, presentation with a mass 
or infiltrative-type BIA-ALCL (8%–18% of cases) has a more 
aggressive clinical course, requiring additional therapy [6,15]. 

We present a confirmed BIA-ALCL case diagnosed at an early 
stage as malignant effusion contained within the capsule. The 
patient received surgical treatment (complete capsulectomy and 
implant removal). Total capsulectomy was challenging in this 
case because of severe adhesion of the posterior capsule to the 
rib and intercostal muscles. The injection of tumescent fluid be-
fore dissection of the posterior capsule was helpful. Our case re-
port, describing one of the first few known cases in Asia, should 
alert plastic surgeons to increase their awareness of the disease, 
and to conduct regular follow-up to facilitate early detection and 
treatment. Additionally, plastic surgeons should adhere to the 
guidelines of registries and mandatorily report any cases to de-
termine the true incidence and risk of developing BIA-ALCL. 
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